
DPALS, Carl R. Darnall Army Medical Center
BLOOD COLLECTION GUIDE 02/05/10

Invert gently x 4

•  Buffered sodium citrate
 0.109 M 3.2%

•  Silicone coated (glass)
•  Clot activator, Silicone   
 coated (plastic)

•  Clot activator and gel  
 for serum separation

•  Lithium heparin

*** When using a winged collection device a discard tube must be drawn first  
 (Non-additive Red top/ or another Lt. Blue Coag tube)

Order of 
Draw Tube Type Additive Test Names (FRONT)

LT BLUE

RED

GOLD

GREEN

“No” Inversion-glass 
Invert gently x 5-plastic

Invert gently x 5

Invert gently x 8

D-DIMER  Protein C AC/AG Protein S AC/AG
Fibrinogen  PT/INR
PTT

APAP CK ETOH LFT PO4 Valproate
Acetone CKMB FE Lipase PSA 
Amylase CMP FSH/LH Lipids Tegretol
ASA CRP/CRPH FT3 MG Theophylline
BMP Digoxin FT4 Renal Trop-1
CA Dilantin HCG QN/QL Phenobarb TSH  

APAP CK ETOH LFT Phenobarb Tegretol
Acetone CKMB FE Lipase PO4 Theophylline
Amylase CMP FSH/LH Lipids Prolactin TROP-1
ANA CRP/CRPH FT3 Lithium Progesterone TSH
ASA Digoxin FT4 MG PSA Valproate
BMP Dilantin HCG QN/QL  RA
Renal  

APAP CK ETOH LFT Phenobarb Tegretol
Acetone CKMB FE Lamictal PO4 Theophylline
Amylase CMP FSH/LH Lipase Prolactin TROP-1
ASA CRP/CRPH FT3 Lipids Progesterone TSH
BMP Digoxin FT4 Lithium PSA Valproate
CA Dilantin HCG QN/QL  MG Renal 
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Invert gently x 8

•  K2EDTA

•  K2EDTA

•  K2EDTA

•  Potassium oxalate/
 sodium fluoride

Ammonia(ice)  HgbA1c
ACTH(ice)  Lead
BNP  Renin
CBC  Reticulocyte
ESR  Factor V Leiden-DNA

ABO/Rh Group
Type & Screen
Type & Cross 
Rhogam

(Cont.)

Order of 
Draw Tube Type Additive Test Names (BACK)

LAVENDER

PINK

DK BLUE

GRAY

Invert gently x 8

Invert gently x 8

Invert gently x 8

Arsenic
Copper
Mercury
Zinc

Highlighted tests MUST be processed and tested within 
2 hours for accurate results

Place Phlebotomist initials, date and time “OF COLLECTION”
on the label

Acetone
Glucose
Lactate(ice) 
Legal BAT


